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     Table of Content      Serial Numbers      Bulb Replacement
Note: A replacement bulb is included. 
Please locate it and store in a conve-
nient place. Order replacement Light 
Bulb Proma #93146

WARNING!
Turn the light off and allow cooling be-
fore removing the shield. Failure to do 
so can cause injury by burning. Always 
handle bulbs with tissue paper, do not 
allow skin to contact the bulb, as it will 
shorten the life.

Remove the shield by gently squeezing 
the ends and pull it toward you

Remove the bulb by wrapping in tissue 
and gently pulling forward

The replacement bulb should be 
pushed in gently. The lamp pins must 
be securely in the lamp socket

Replace the shield by squeezing the 
sides and gently pushing it into the 
housing. You will hear a “Click” when 
the shield seats properly.

WARNING!
Failure to properly seat the shield 
could allow it to fall off and cause injury

Turn on the light and check the focus 
by shinning the light on a surface 27” 
away. The light pattern should be even 
with defined edges over an area  of 4” 
x 6½”. If necessary, rotate the focus 
adjustment.

Focus Adjustment Screw

730 E. Kingshill Place  •  Carson, CA 90746
Phone 310.327.0035  •  Fax 310.327.4601

     Recommended
       Service Tools

• Allen Wrench Set
• Bubble Level
• Needle Nose Pliers
• #  2 Phillips Screw Drivers
• Slotted Screwdriver
• 7/16” Socket & Ratchet
• Tape Measure

Please locate and write down the Serial 
Numbers on the A-5152 Track Light & 
Monitor Mount. Having this information 
available will aid in the identification of 
your dental light and transformers.

The Proma label is located in two loca-
tions on the dental light system. The 
dental light serial number is located 
on the drop post and the Transformer 
serial number is located on the trans-
former housing.
The serial number for the Monitor trans-
former is located on the Transformer 
and the serial number for the Monitor is 
on the back of the monitor.



Compliance with Local Building 
Codes is the Responsibility of the 
Dealer and the Contractor

     Specifications
Electrical Input:      Light          Monitor
Voltage                          120 V~      120 V~
Phase                          1                1
Frequency                     60 Hz         60 Hz
Current                          1.3 Amp      1.3         Amp

Electrical Output:
Voltage                          13-19 V~              11-13 VDC
Current                          3.4-5 Amps    4.6Amps

     Operating Conditions

Ambient
Temperature        +10 C to +40 C
Humidity        30% to 75%
Atmospheric
Pressure Range            700 hPa to
         1060 hPa

     Storage & Shipping 

Ambient
Temperature        - 40 C to +70 C 
Humidity        10 to 95 RH
         (Non-condensing)
Atmospheric
Pressure Range            7 to 15 psi
         (50 to 106 Kpa)

     Classifications (Light)
Classification of Equipment         Class 1 
Degree of Protection against
harmful ingress of water              Ordinary
Mode of Operation                          Intermittent

Compliance                                     UL60601-1
                           CAN/CSA C22.2 No 601  .  1

     Technical Support
For Technical support and repair assis-
tance, contact your local Proma dealer

     Installation Overview

1. 

2. 

3. 

4. 

5. 

6. 
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     Classifications (Monitor)
Classification of Equipment           Class 1 

Degree of Protection against
harmful ingress of water                Ordinary

Mode of Operation                          Intermittent

Compliance                                     UL60601-1
                           CAN/CSA C22.2 No 601  .  1

Type B 

Check product contents.
Upon opening your Proma products, 
examine the contents for damage 
in shipment, and compare items 
to the packing slip. If not correct 
as ordered, please notify Proma. 
If hidden damage is identified from 
shipping, immediately contact the 
shipping service. Notify Proma to ar-
range for replacement goods.
Read all cautions   /  warnings on 
labels and in this manual.  
Check the product for all caution and 
warning labels and read them. Re-
view this manual for all cautions and 
warnings prior to installation.
Check installation site and 
access.
Before installation, you must plan 
ahead. Know the dimensions, the 
tools, the access you need for items 
like circuit breaker shut off. 
Prepare electrical connections.
For quick installation, confirm the 
electrical, video and audio connec-
tions are located correctly to avoid 
confusion and possible delay later. 

Mount support device.
Confirm structural supports are 
adequate and properly placed. Un-
dersized ‘pilot’ holes must be drilled 
for lag screws to avoid splitting wood 
supports.
Connect electrical.
Read ‘cautions’. Always turn off pow-
er before connecting electrical.
Test and adjust product.
It is important to complete any instal-
lation job by verifying all connections 
and controls function safely and 
properly before allowing the device 
to be used to treat patients.
Train personnel on operating 
equipment.
Educate the users on the product’s 
proper use, cleaning, disinfection, 
and user serviceable parts replace-
ment (ie. lamps, lens covers and 
fuses).

7. 

8. 

CAUTION
Possible fire hazard when used with 
oxygen administering equipment other 
than the nasal, mask, or 1/2 length bed 
tent type. Oxygen tent should not   ex-
tend below mattress support level.

DANGER
Risk of explosion if used in the pres-
ence of flammable anesthetics!

WARNING
Risk of fire. Replace fuse as marked. 
Cover to be removed by  Qualified Ser-
vice Personnel only.
.

     Cautions on
     Installation and Use



     Electrical Connections
       and Supply
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NOTE: All wiring must be performed 
by a licensed electrician. Because of 
varying city electrical codes, the dealer 
should ensure that installation will meet 
local requirements. Proma cannot be 
responsible for an installation which 
does not meet local electrical codes. 
Installer must meet the following addi-
tional requirements:

DENTAL LIGHT

115 Volts AC (minimum) electrical pow-
er is available at a point 88 5/8 inches 
from the HEAD END of the chair. See 
figure 1.

Allow a stub of at least 4 inches of wir-
ing for connection to the transformer’s 
wires.

With a 1/2” conduit connector, run flex-
ible conduit to transformer housing.
Use wiring suitable with insulation rated 

for at least 90oC. Ensure all wiring is 
properly grounded. Protect circuit with 
circuit breaker.

IMPORTANT: The Track must be 
positioned following the dimensions 
of figure 1, on page 6. If track is incor-
rectly positioned, the movement of the 
light and monitor will be restricted.

Proma recommends the installation 
of a standard 15 amp wall switch 
between the power source and the 
dental light transformer. A wall switch 
provides safety and convenience dur-
ing installation and service. Be sure 
to mark this switch ‘For Ceiling Track 
Light’.

Ensure green ground wire is grounded 
at ground screw inside the transformer 
housing. To ensure proper grounding, 

plug unit into ‘Hospital Only’ or ‘Hospital 
Grade’ outlet.

DENTAL MONITOR
VIDEO & AUDIO CABLE
CONNECTIONS

Proma’s Monitor & Light system is 
cable ready to accept inputs from a TV 
antenna or cable box, DVD player, 
Intra Oral Camera, and PC. The Track 
contains one each:

SVGA cable, S-VIDEO cable, COAXIAL 
cable, and RCA-Composite (L/R audio 
and Video) cable. Depending on the 
installation requirements, the Dealer is 
responsible to ensure that the proper 
cables are available at a point 88-5/8” 
from the HEAD END of the chair. See 
figure 1.

Figure 1

Overall Length 92 5/8”
From Chair Head: 88 5/8” to Stub Out

64” Mounting Holes
32” MTG Holes

60 3/8” Travel

8   5/8” MTG Holes

OPTIONAL: 80” MTG Holes for 3/8” Lag Bolt

Light Transformer

Pre-Drilled Mounting Holes 
for 1/4” x 3” LG Lag Screws

Electrical, 
Audio  /Video 
Cable Stub 

OutMonitor
Transformer

OPTIONAL
5.5” Center of 
MTG Holes for 
3/8” Lag Bolts

12 3/4”
Center of

MTG Holes 
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Figure 1

REFERENCE TABLE
DROP POST LENGTH

CEILING HEIGHT MONITOR LIGHT

8’

9’

10’

11”

23”

35”

14”

26”

38”

310º

310º

310º

310º

73º

47º

19.684”

100º

     Preparing the Ceiling

8’ to 10’ Ceiling Height
(For Post lenght, refer to Table)

OPTIONAL
5.5” Center of MTG Holes 

for 3/8” Lag Bolts
Optional: 80” MTG Holes for 3/8” Lag Bolts

From Chair Head: 88 5/8” to Stub Out

64” Mounting Holes

32” MTG Holes

60 3/8” Travel

12 3/4” Center of MTG 
Holes for 1/4” Lag Bolts

Electrical, Audio  /   Video 
Cable stub out

FLOOR
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     Preparing the Ceiling

10”

CEILING PALLET

MOUNTING
HOLES: 

MONITOR
TRANSFORMER

ELECTRICAL, 
VIDEO / AUDIO
ACCESS HOLE

TRACK

LIGHT
TRANSFORMER

8 5/8”

Figure 2

OPTIONAL
3/8” Mounting

Holes: 80”

Mounting
Holes: 64”

Mounting
Holes: 32”

OPTIONAL
3/8” Mounting
Holes: 7.25”

1.1The Proma track light & monitor
system can be installed to a variety
of ceiling constructions. Further
disassembly of the track is not
necessary for installation.

Posts length depends on the
ceiling height. Refer to table below
for proper length posts.

Reference Table
Ceiling Height:                8’      9’    10’
Monitor Post Length:     11”        23”     35”
Light Post Length:          14”        26”         38”

Proma discourages the use of track 
lights exceeding 10 foot ceiling 
heights. Proma suggests the use 
of a cabinet mount or wall mount 
light.

HAZARD 
Ceiling substructure must be ca-
pable of supporting at least 200 
pounds. Figures 3, 4, and 5 suggest 
possible construction details. How-
ever, it is the responsibility of the 
contractor to confirm ceiling struc-
ture is properly engineered to sup-
port this load. Special local require-
ments may be needed. Engineered 
support must meet all local building 
codes. Failure to properly support 
light may result in injuries to users 
or patient if light falls from ceiling.

Determine the location of ceiling 
joists. The ceiling pallet, (wooden 
panel the track is mounted on), 
should be mounted with six (6) 
1/4” x 6” long SPAX   ® hex head lag 
screws.
 Note: SPAX® lags have a patented 
thread design and Do Not Require 
Predrilling.

 The screws must mount into a min-
imum of 2-1/2” of solid wood.

The wood ceiling pallet has six (6) 
predrilled holes    8-5/8” x 32” and 
64” apart to mount the track to the 
ceiling. If special reinforcement is 
needed, see figures 2 - 5 for sug-
gestions on cross-bracing a variety 
of substructures.

1.2

1.3



     Preparing the Ceiling

Figure 3

64”

32”

Leveling
Bolts*          

Parallel Joists

OPTIONAL(Not Provided)
(4) 3/8” Flat Washers
(4) 3/8” Lag Bolts

OPTIONAL
3/8” MTG
Holes: 80”

OPTIONAL
3/8” MTG

Holes: 7.25”

(6) 1/4” X 6” SPAX  ® 
Hex Head Lag Bolts

Leveling
Bolts*

Leveling
Bolts* (* Not Provided)

6

NOTE:
Use only 1/4” x 6” long
Spax   ® Screws Provided

NOTE:
Use only 1/4” x 6” long
Spax   ® Screws Provided

Figure 4

64”

32”

Perpendicular Joists

OPTIONAL
(*Not Provided)

(4) 3/8” Flat Washer
(4) 3/8” Lag Bolts

OPTIONAL
3/8” MTG

Holes: 7.25”

OPTIONAL
3/8” MTG
Holes: 80”

(6) 1/4” X 6” SPAX  ® 
Hex Head Lag BoltsLeveling

Bolts*
(* Not Provided)

Leveling
Bolts*

Leveling
Bolts*



     Installing Track on the
     Ceiling

Figure 5

Suspended Ceiling

OPTIONAL (Not Provided)
(4) 3/8” Hex Bolts

OPTIONAL (Not Provided)
(4) 3/8” Flat Washers

(6) 1/4” x 6” Spax  ® Head Hex Bolts

Leveling
Bolts* 

Leveling
Bolts*

Leveling Bolts*
(* Not Provided)
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2.1

NOTE:
Installing the track to the ceiling 
will require two people or the use 
of scaffolding.

WARNING:
Be sure the ceiling substructure will 
support a minimum of 200 pounds.

The track assembly, the light head 
& flex arm, and the monitor & flex 
arm are boxed separately.

NOTE:
The track assembly is ready to 
mount to ceiling and should not be 
disassembled.
Remove the cover from the MONI-
TOR transformer enclosure.

Position the track on the ceiling 
with the MONITOR transformer en-
closure over the electrical supply, 
video and audio cables stub fol-
lowing figure 1. 

Proma recommends using 3/8” 
diameter lag bolts to level the track 
to the ceiling.

IMPORTANT: These 3/8” Lag 
Bolts need to be in-line with the 
six (6) mounting lag bolts (three on 
each side) that fasten the track to 
the ceiling.

Screw LEVELING lag bolts into the 
ceiling joists. Note: the head of the 
bolts need to be below the ceiling 
tiles since the wooden pallet of the 
track will be resting against it.

2.2

2.3

Using the six (6)     1⁄4”     x     6”   long 
SPAX hex head mounting lag 
bolts provided, attach the track to 
the ceiling structure taking care 
to tighten the bolts evenly and 
uniformly, to avoid twisting the track, 
until the wooden pallet reaches the 
head of the lag leveling bolts.

Check the track for level:
Place a level on the plastic bottom 
cover of the track (Flat Surface) at 
different points to check for level. To 
level: Screw-in/out the leveling bolts 
and tighten/loosen the mounting 
lag bolts as needed. Once level is 
achieved, tighten all (6) mounting 
SPAX lag bolts.

CAUTION
Any twisting of the track due to an 
unleveled installation will cause the 
trolley to move unevenly.

2.4

2.5



     Installation of Monitor
     Drop Post & Arm

8

INSTALLING MONITOR POST IN 
THE TROLLEY

The track light is designed to ac-
commodate up to 10’-0” ceiling. 
The monitor drop post is pre-cut to 
suit your ceiling height.

Reference Table
Ceiling Height:       8’      9’      10’ 
Light Post Length:  11”    23”    35”

Proma discourages the use of ceil-
ings exceeding 10 foot heights. 
Proma suggests the use of a cabi-
net mounted or wall mounted light.

NOTE:
The monitor drop post has an 11/
32” diameter hole on the centerline, 
1-5/8 inches from one end. This is 
a clearance hole for the 5/16” bolt 
that secures the post to the trolley’s 
support hub.

3.1

3.2 Route video and audio cables from 
the trolley through the drop post 
end containing the 11/32 hole. 
Next, insert the post into the sup-
port hub.

Note: Align the 11/32 hole with the 
5/16 socket cap bolt on the support 
hub. Tighten the 5/16” bolt and let 
the drop post rest on the bolt. See 
figure 9a

HAZARD
Failure to install the 5/16” bolt as 
described will allow the light to fall 
and could result in personal inju-
ries. If post is installed too deep into 
the trolley hub, its end will interfere 
with the track extrusion making the 
monitor trolley to bind when moving 
back and forth.

Tighten the two setscrews on the 
trolley’s support hub. Assure that 
the post is level front to back and 
side-to-side See figure 9a. Adjust 
pallet with shims if necessary.

ARM INSTALLATION

Remove the two-piece white bush-
ing from the flex arm knuckle by 
turning bushing until it disassem-
bles from knuckle. See figure 9b.

Remove the bottom cover from 
the flex arm body by pulling down 
at the bottom open-end (monitor 
side). See figure 9c.

Pass the video and audio cable 
harness through the slot on the flex 
arm body and then between the 
metal tab (End Cap side) and the 
large dowel pin. See figure 9d.

3.2a

3.3

3.4

3.5

CHAIR HEAD

5/16”
SAFETY BOLT

Use Lock Tite on Threads

SET SCREW

11/32”
DIAMETER 
HOLE

SET SCREW

TROLLEY
SUPPORT HUB

Figure 9a

1-5/8”

WHITE BUSHINGS

KNUCKLE

Figure 9b

FLEX ARM BODY

SLOT ON
FLEX ARM

METAL TAB

Figure 9d

DROP
POST

VIDEO & AUDIO 
CABLE

Figure 9c

PULL DOWN HERE TO REMOVE BOTTOM COVER

DROP POST

VIDEO & AUDIO
CABLES

LARGE
DOWEL PIN

END
CAP
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     Installation of Monitor
     Drop Post & Arm
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Reassemble the two-piece white 
bushing to the knuckle by align-
ing the outer-flat edges of the 
two halves with the cutout on the 
knuckle.

NOTE:
Once the bushing is aligned, rotate 
it around the knuckle to prevent 
from coming apart.

With bushing attached to flex arm’s 
knuckle, slide bushing into drop 
post. Make sure that the two verti-
cal tapped holes (on one half of the 
bushing) are aligned with the back 
screw on drop post, opposite the 
safety screw. While sliding bushing 
into post, gently pull down the video 
& audio cables. See figure 9e

3.6 NOTE:
Failure to properly align these 
holes with the back hole will cause 
incorrect rotation of the monitor 
arm.

Use the three 10-32 x 1/2” long 
button head screws, provided to 
secure flex arm bushing to drop 
post. See figure 9e.

Once the flex arm is assembled to 
the drop post, route the harness 
cable assembly along the flex arm 
body and down to the monitor end.

MONITOR VIDEO & AUDIO 
CONNECTIONS

Remove the metal cover from the 
back of the monitor to access the 
monitor input ports. See figure 9f.

To easily connect the SVGA & Au-
dio (red & white) plugs to the moni-
tor ports, partially disassemble the 
TV-TUNER from the back of the 
monitor by unscrewing the two 
hex-standoffs that are holding the 
tuner. See figure 9g.

NOTE: 
Do not unplug the TV-TUNER from
the monitor!

3.7

3.8

3.9

3.10

3.11

CHAIR HEAD

SAFETY SCREW
ON TROLLEY

DROP POST

BACK SCREW
ON POST OPPOSITE 
THE SAFETY SCREW

WHITE BUSHING
(ROTATE UNTIL VERTICAL TAPPED 
HOLES ARE ALIGNED WITH BACK)

VERTICAL TAPPED HOLES
(ALIGN WITH BACK SCREW ON POST)

Figure 9e

Figure 9f

Figure 9g

MONITOR

#6 BUTTON
HEAD SCREWS

METAL COVER

TV-TUNER

HEX-STANDOFFS

SPACER



DC
IN

DC
OUT

MIC
OUT

AUDIO 2
L R AUDIO 1 PC-IN

VIDEO S-VIDEO

TV TUNER
(COAXIAL CABLE)

     Installation of Monitor
     Drop Post & Arm

     Monitor Tension
     and Adjustment

CABLE TIE

Figure 9l

BOTTOM COVER

APPROXIMATELY 18” EXPOSED

BACK COVER
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Mount the monitor to the flex arm 
bracket using the four metric flat 
head screws that are screwed to 
the back of the monitor. See figure 
9h

3.12

Connect all the plugs coming from 
the audio & video harness cable to 
the proper input port as described 
on figure 9j.

3.13

Mount TV-TUNER back to the 
monitor using the two hex-stand-
offs. Note: Route the wires from the 
monitor behind the white spacer as 
shown in figure 9k.

3.14

Reassemble metal cover back to 
the monitor.

3.15

NOTE:
The harness cable assembly is long enough to accommodate up to 10’ ceil-
ing heights. For this reason, if your ceiling is less than 10’ height, you will be 
required to coil-up and tie wrap any remaining length inside of the flex arm’s 
bottom cavity (covering it with the bottom cover), leaving just enough length 
exposed between the back cover of the monitor and the bottom cover of 
the flex arm as shown in figure 9l. 

NOTE:
The UP and DOWN tilt of the mon-
itor’s rotation is factory set. How-
ever, this adjustment can easily be 
changed to suit the operator.
To adjust the Tension on the moni-
tor simply turn the screw on the left 
side of the monitor handle. See 
figure 9m:

To increase tension:
Turn Clockwise  (+)

To decrease tension:
Turn Counterclockwise  (-)

Figure 9h

FRAME

MONITOR

METRIC FLAT 
HEAD SCREWS

TV TUNER
(SHOWN ASSEMBLED)

Figure 9j

BACK VIEW OF MONITOR

WIRES

Figure 9k

WHITE SPACER

STANDOFF

TV TUNER Figure 9m

TENSION
SCREW

LEFT 
HANDLE



     Installation of Light
     Drop Post & Arm
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INSTALLING LIGHT POST IN 
THE TROLLEY

The track light is designed to ac-
commodate up to 10’-0” ceiling. 
The drop post is pre-cut to suit your 
ceiling height.

Reference Table
Ceiling Height:       8’       9’      10’ 
Light Post Length:  14”      26”         38”

Proma discourages the use of ceil-
ings exceeding 10 foot heights. 
Proma suggests the use of a cabi-
net mounted or wall mounted light.

NOTE:
The light drop post has an 11/32” 
(.343) diameter hole on the cen-
terline, 1-5/8 inches from one end. 
This is a clearance hole for the 5/16 
bolt that secures the post to the 
trolley’s support hub.

Route the pigtail from the trolley 
through the drop post containing the 
11/32” diameter hole. Next, insert 
the post into the support hub.

Note:
Align the hole on the drop post with 
the 5/16 socket cap bolt on the sup-
port hub. Tighten the 5/16” bolt and 
let the drop post rest on the bolt. 
See figure 10a.

HAZARD
Failure to install the 5/16 bolt as 
described will allow the light to 
fall and could result in personal 
injuries. If post is installed too 
deep into the trolley hub, its 
end will interfere with the track 
extrusion making the light trolley 
bind when moving back and 
forth.

Tighten the two setscrews on the 
trolley’s support hub. Assure that 
the post is level front to back and 

side to side. Adjust pallet with 
shims if necessary.

Connect the terminals from the flex 
arm to the pigtail terminals from the 
low voltage cable being careful to 
match the colors.

Insert the swivel (part of flex arm) 
into the drop post. With the rota-
tion stop set screw, located in the 
swivel, towards the foot of the 
chair, align the three (3) holes of 
the drop post with the three tapped 
holes on the swivel and secure 
with the three (3) 10-32 x 1/4 but-
ton head screws provided  (Figure 
10b).

TEST LIGHT
Turn on the light switch located 
immediately behind the light head. 
This is a three-position switch; 
Center is OFF, Left is the nor-
mal operating Intensity and Right 
is maximum Intensity for color 
matching.

4.1

4.2

4.3

4.4

4.5

4.6

Figure 10a

SET SCREWS

TROLLEY
SUPPORT
HUB

5/16” SAFETY BOLT
Use Lock Tite on Threads

1-5/8”
11/32” DIAMETER HOLE

DROP POST

PIGTAIL

Figure 10b

DROP POST
10-32 X 1/4” BUTTON

HEAD SCREWS (3)

PIGTAIL LOW
VOLTAGE CABLE

SPADE TERMINALS

SWIVEL

FLEX ARM

ROTATION STOP 
SCREW

TAPPED HOLES (3)

CHAIR HEAD

CHAIR HEAD
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Adjustment Nut
Counterbalance

1 On/Off Switch Lever Installation

Remove the white-rounded lever from the plastic bag that 
contains the spare fuses and spare bulb. Install the lever 
onto the On   /O  ff switch by pressing it over the teardrop 
shape toggle until it bottoms-out. The lever is designed to 
fit onto the toggle with a minimum amount of force. 

WARNING
Be careful not to over press the lever as you may dam-
age the switch.

2 

Lever-   Limit Switch
Adjust Screw

Limit Switch

4 

Friction
Screws

     Flex Arm Counterbalanced Adjustment
     On   /   Off Switch Lever Adjustment

Flex Arm

On   /  Off Switch

Rounded Lever

Light Head

12

Auto On/Off Microswitch Adjustment

Remove plastic bottom cover by pulling down on the 
head end of arm. Use a 3/32” Allen wrench to loosen 
the set screw (marked “Adjust screw”). Move the screw 
towards the light head to lower the position that the light 
turns Off  /   On. Move the screw the opposite direction to 
raise the On/Off position.

Counterbalanced Spring Tension Adjustment

If light head drifts or springs back up, the spring tension 
needs to be counterbalanced. To get access to the ten-
sion nut and adjust the spring, remove the plastic bottom 
cover by pulling down on the head end of arm. Pass a 
flat head screwdriver through the slot on the inside of the 
extrusion. Rotate counterclockwise the splined nut for a 
stiffer spring and clockwise for a looser spring.

Friction Adjustment

Remove plastic bottom cover by pulling down on the 
head end of the arm. Use a 9/64” Allen wrench to tighten 
or loosen the two friction screws. If arm is drifting, tighten 
screws. If arm movement is too stiff, loosen the screws. 
Always turn both screws the same amount.

Note: The bottom cover snaps back into place without 
the use of any tools.



     Cleaning Instructions
Use Disposable Plastic Films and 
Foils

Proma encourages the use of dispos-
able films and foils on the handles 
and surfaces commonly touched with 
gloved hands. This can reduce the 
need for chemical surface disinfection 
and extend life span and appearance of 
these surfaces.

Do Not Soak Plastic Parts

The useful life of many plastics may be 
greatly shortened by soaking in disin-
fectant solution for extended periods 
of time.

Cleaning Your Proma Light

Clean and disinfect the unit at begin-
ning and end of each workday.
The outside surfaces may be cleaned 
with a moist (not dripping) soft towel 
soaked in any mild soap and water so-
lution. Wipe and dry with a soft towel. 
Do not use abrasive cleaners or rough 
paper towels which may scratch the 
molded surfaces. After cleaning, wipe 
surfaces with gauze sponge moistened 
(not dripping) in disinfectant.
Proma approves the use of mild soap 
and water solution, applied with a soft 
cloth.

Proma recommends Birex®SE manu-
factured by Biotrol International

     Warranty
Proma warrants its products against defects in materials and   /   or workmanship for five (5) years from the date of shipment 
from the factory. The ExorVision Monitor has a three (3) year warranty. No other warranties are expressed or implied. No 
employee, representative or dealer is authorized to change this warranty in any way, or grant any other warranty dealing with 
this product. Proma’s sole obligation under this warranty is limited to repair, replace, or modify the defective part or product 
if, in its judgment, this is advisable. Labor and other costs for removal and reinstallation are not included in this warranty. 
The buyer shall have no other remedy. (All special, incidental, and consequential damages are excluded.) Written notice of 
breach of warranty must be given to Proma within the warranty period. The warranty does not cover damages resulting from 
improper installation or maintenance, accident or misuse. Warranty is void if product is not installed by an authorized Proma 
dealer. NO OTHER WARRANTIES AS TO MERCHANTABILITY, FITNESS FOR USE OR OTHERWISE ARE MADE. This 
warranty gives specific legal right, and there may also be other rights which vary from state to state. (Some states do not 
allow the exclusion or limitation of incidental or consequential damages, so the above exclusion may not apply.)

Proma will provide service advice and instructions as required for repair or replacement of this product.
Call 1.310.327.0035 for service.
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